A prospective postmarket study to evaluate the safety and efficacy of a new peripherally inserted central catheter stabilization system.
An initial postmarket study of the SecurAcath used with 5 Fr peripherally inserted central catheters (PICCs) was conducted with 68 adult patients at 3 different institutions in the United States. PICCs were placed in both outpatients and inpatients, with patients in critical care and medical/surgical units, home care, and extended care facilities. Sixty-two (91.2%) of the patients completed therapy without a securement-related device malfunction or device-related adverse event associated with the securement system. The device was readily accepted by both patients and nursing staff. The SecurAcath represents a novel, safe, and effective method for catheter securement.